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กลมของแพลตทินัมอิเล็คโทรดด้วยคาร์บอนนาโนทิวบ์ตามด้วยไคโตซาน สารอนุพันธุ์ เฟอโรซีน และ
เอนไซม์กลูโคสออกซิเดส ด้วยวิธีเคมีเชิงไฟฟ้าที่เรียกว่า ‘Electrophoretic Deposition Paint หรือ EDP’  
การตรึงเอนไซม์ด้วยวิธีนี้ท าให้โมเลกุลของออกซิเจนและสารอนุพันธุ์เฟอโรซีนสามารถเคลื่อนที่เข้าไปท า
ปฏิกิริยากับเอนไซม์แล้วสร้างอิเล็คตรอนที่เคลื่อนที่จากโมเลกุลของเอนไซม์ไปยังผิวหน้าอิเล็คโทรดได้โดยตรง 




ไบโอเซนเซอร์ CNT/Chit/Fc/GOx ในระบบโฟล สามารถวัดความเข้มข้นของสารละลายกลูโคสในความ
เข้มข้นต่าง ๆ ได้ ด้วยการวัดในระยะเวลาที่ยาวนานและต่อเนื่อง โดยสรุป การเคลือบด้วยชั้นบาง ๆ ของโพลิ



























In this project, long-live glucose biosensors have been developed from platinum disk 
working electrodes that are chemically modified with chitosan-soaked carbon nanotube 
deposits (CHIT-CNT), and subsequently loaded with a ferrocene species (Fc) and glucose 
oxidase (GOx) as functional sensing elements. The entire placement was easy to carry out by 
an electrochemical technique called ‘Electrophoretic Deposition Paint or EDP’, which at the 
end the CNT/CHIT/Fc/GOx thin films are top-coated to protect against loss of enzyme 
and/or synthetic redox mediator. This sophisticated but simple-to-make enzyme 
immobilization matrix allowed not only molecular O2 and/or Fc to be active as native 
and/or synthetic redox-active enzyme partner but also made direct enzyme-to-electrode 
electron transfer (DET) possible. With the biosensor in operation all three options were 
capable possible for oxidized GOx recovery after enzymatic glucose conversion and 
restoration of the protein’s catalytically active site for non-stop interaction with 
continuously arriving sugar targets. The integration of the marine biopolymer chitosan as part 
of the functional biosensor layer led to the predictable gain of a matrix biocompatibility that 
was well supportive of GOx long-term survival on the sensor surface and hence brought up 
analytical response stability. The stable and consistent manifestation of CNT/CHIT/Fc/GOx-
based biosensor signals in a flow-based electrochemical cell for the duration of multiple 
day-long continuous exposures to adjusted glucose levels. From glucose calibration trials 
during uninterrupted flow cell operation showed that the immobilized GOx entities were 
entrapped gently enough in their polymeric chitosugar/CNT environment to maintain their 
bio-catalytic activity for long. In summary, EDP-covered CNT/CHIT/Fc/GOx thin films have the 
potential to be a suitable matrix for the development of long-time stable glucose biosensors 
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บทที่ 1 
บทน ำ (Introduction) 
1.1. ควำมส ำคัญและที่มำของปัญหำกำรวิจัย (Rationale/Motivation) 
. (Amperometric) enzyme-based biosensors1-5 are important tools in clinical diagnosis, 
health care, process control in food industry and biotechnology and also environmental 
monitoring. The variety and the complexity of potential samples and the request for cheap 
but reliable analysis are behind the motivation in the field to continuously improve the 
simplicity and reliability of enzyme biosensor assembly and permanently make sensor 
performance better in terms of sensitivity, selectivity, detection limits, minimal influence of 
interferences and long-term stability. This one-year project tried optimizing the chemical 
architecture of the porous polymeric immobilization layer that is placed on top of inert 
(carbon or noble metal) working electrodes for keeping in place (immobilizing) enzymes as 
the active key sensor component. Suggested as advanced immobilization layer was a novel 
composite made of (1) a dense network of electrically conductive carbon nanotubes (CNTs) 
that was (2) loaded with biopolymers chitin and/or chitosan and (3) the reversible redox 
compound ferrocene (or one of its derivatives). Expected was not only the gain of a very 
biocompatible immobilization layer for enzymes on electrochemical detector surfaces but 
also a considerable improvement of the effectiveness of the amperometric transduction 
scheme. Actually, ongoing substrate conversion by entrapped enzyme at any location in the 
functional coating would be electronically connected to the electrode via mediator 
interaction between the distributed ferrocene redox entities and the catalytic protein 
molecules and quantitative detection of the change in the mediator’s redox state at the 
conductive CNT filaments. Potentially, the proposed sensor layout should be associated 
with an improved response behavior, in particular for low levels of targeted analyte 
(substrate), an independence from aerated measuring conditions due to the replacement of 
oxygen as enzyme redox partner, and an extended sensor life time because of enzyme 
embedment in a natural biocompatible matrix. Reach of this situation would be a significant 
achievement and a relevant input of the project to the highly active field of fundamental 





1.2.  วัตถุประสงค์ของโครงกำรวิจัย (Objectives) 
1. Addition of enzyme (here as a model: glucose oxidase, GOx) to a blend of CNTs 
with chitin or chitosan, and ferrocene-based redox entities and the placement of 
the composite as thin film modification on disk-shaped noble metal electrodes to 
form (glucose) biosensors with an improved layout of the immobilization layer. 
2. Performance tests with the novel type of glucose biosensors and evaluation of 
their correct function and analytical figures of merit.  
 
1.3.  ขอบเขตของกำรวิจัย (Framework) 
Enzyme-based electrochemical biosensors are widely used analytical tools that are subject 
of continuous research and development. Stable but mild (biocompatible) enzyme 
immobilization into polymer films on an electrode surface and efficient detection of 
enzyme/substrate interaction are in case of amperometric enzyme biosensors among the 
crucial issues determining satisfactory function. Work on the advancement of the building 
blocks of amperometric enzyme biosensors is thus an understandable requisite on the way 
to best possible analytical performance. This project aimed at contribution in terms of the 
improvements of the layout of immobilization layer of enzyme biosensors and a design 
adaptation that related to enhanced biosensor response towards analyte. 
1.4.  ประโยชน์ที่ได้รับจำกกำรวิจัย (Proposed output) ประโยชน์ที่คาดว่าจะได้รับจากงานวิจัยนี้มี 4 
ประการหลักคือ 
1. Novel solutions for enzyme immobilization on noble metal disc electrodes. 
2. Improved glucose/glucose oxidase biosensors with a CNT/Chitin or 
Chitosan/Ferrocene-based immobilization matrix.  
3. Trained researchers with knowledge in modern electrochemical 
analysis/biosensing.  
4. One publication in a peer-reviewed international journal with a good impact factor 
and dissemination of results on an international conference. 
 
หน่วยงานที่จะน าผลงานวิจัยไปใช้ประโยชน์ 
The following institutions may benefit from the project deliveries: 
1. Public and private analytical laboratories 





วิธีด ำเนินกำรวิจัย (Methodology) 
Scheme 1 is a graphical representation of the sequence of redox changeovers that are 
instantly induced when exposing immobilized glucose oxidase entities on a disk-shaped 
noble metal electrode to the substrate glucose while keeping the adjustable electrode 
potential at, for instance, an anodic value of +500 mV vs. reference electrode. 
 
In a few words, glucose is oxidized after conjugation with the catalytically active site of 
glucose oxidase while the protein itself acts as electron acceptor to become reduced. 
Depending on the particular biosensor design, up to three pathways may be available for 
turning the reduced GOx after substrate conversion back into original oxidized state and 
reset its catalytic site for the interaction with the next arriving target sugar molecule: (1) In 
aerated solutions the molecular interaction with dissolved oxygen as native redox active 
mediator can trigger the desired redox recycling; oxygen acts then as electron accepting 




redox state change, (2) In deaerated solution oxygen is obviously not available as redox 
partner of GOx; however, clever supplementation with a synthetic dissolved redox species in 
reduced form can provide a functional replacement that supports enzyme redox recycling; 
successfully used for this purpose have been, among others, potassium ferricyanide, 
ferrocene and ferrocene derivatives, and ruthenium-hexamine-chloride, (3) providing that 
enzyme molecules are immobilized in effective electron tunneling distance and orientation 
on the (noble metal or carbon) electrode surface direct electron transfer may work as 
support of the GOxred → GOxox transition with the electron that is released by the process 
accepted by the electrode as oxidizing agent. 
 
Target here was a comparatively easy to create architecture that, in principle, offers 
utilization of all three options of glucose oxidase redox recycling, and thus forms biosensors 
that are well functional in aerated and de-aerated measuring conditions for efficient 




composite immobilization layer in front of, for instance, a disk-shaped noble metal or 
carbon working electrode (“the transducer of GOx action on glucose”). 
 
Figure 1 is then a display of the procedure for the fabrication of glucose biosensors that 
follows the design suggested in Scheme 2. A nanoporous network of CNT filaments, simply 
drop-coated on the carrier disk electrode in a preceding step, got actually soaked with a few 
microliter of a suspension containing GOx, chitosan (or chitin) and ferrocene (or a ferrocene 
derivative). Solvent evaporation leaves the three functional components randomly 




carrying electrode surface at e.g. + 500 mV detection potential vs. reference electrode. In 
this special configuration O2 (in aerated solution), ferrocene (in aerated and de-aerated 
solution) and direct electron transfer redox mediation at CNT surfaces (in aerated and de-
aerated solution) can be responsible for the processes of electron shuttling and, depending 
on the measuring conditions, all may jointly contribute to the current response of the 
biosensor that allows substrate quantification. The (marine) biopolymer chitosan (or chitin) 
was chosen to be included in the immobilization matrix for GOx to reach via gain of an 
inherent material biocompatibility a long-term stable sensor configuration that is suitable for 
continuous glucose monitoring over extended periods of many days or even weeks. 
Sensors of the outlined designs were prepared and evaluated for their performance 
in common beaker-type three-electrode electrochemical cells via conventional 
amperometric biosensor calibration measurements and analytical redox voltammetry under 
aerated and de-aerated electrolyte conditions. Results of the measurements allowed 
judgments on the basic properties of the sensor response and the analytical figures of merit 
including linear range, sensitivity, detection limit, and type of redox mediation 
Further assessments of the amperometric glucose response of the different 
established biosensors were carried out under aerated matrix conditions in a three electrode 
electrochemical flow cell flushed continuously with glucose-containing or -free running 
buffers with the intention to find out about the long-term stability tests and reproducibility 























ผลกำรทดลองและข้อวิจำรณ์ (Results and Discussion) 
The following summary of the outcome of this project first presents experiments that 
demonstrated the coexistence of native and artificial redox mediators and direct electron 
transfer redox mediation in glucose biosensors with GOx immobilized in a CNT/Fc/Chitosan 
electrode surface deposit. Data of trials with the sensors of the proposed type and of 
control versions of the immobilization layer architecture (lacking e.g. the ferrocene 
supplementation), either operated in aerated and de-aerated measuring buffers, will be 
presented and discussed. Then presented will be the performance for uninterrupted 
operation of the developed glucose biosensors in a flow-based system that allowed 
continuous exposure to substrate free or containing running buffer and scheduled injections 
of substrate at various time points after trial start. 
 
3.1 Redox crosstalk (DET) of GOx and the CNT component of the CNT/Fc/Chitosan/EDP-
based enzyme immobilization matrices    
Direct electron transfer (DET) between GOx entities and the charged surface of electrodes 
avoiding an involvement of free-diffusing redox mediators is according to the Marcus theory 
not very feasible and only possible when the prosthetic group of the protein 
macromolecule is in suitable “electron tunneling distance to the solid and on top 
structurally oriented in a way that the inner catalytically active site is straight facing the 
interface. These two boundary conditions are not obtained easily and special care within the 
immobilization procedure of the biocatalyst and a priming of the electrode surface with, for 
instance, nanomaterial and/or conductive polymer coatings, have been reported as 
prerequisites for success with the achievement of an efficient DET contact between GOx and 
the superficial sensor disk. When, however, DET contact is accomplished, the enzyme and 
the electrode can reversibly exchange electrons and act in either direction as electron 
acceptor or donator. A convincing proof for a favorable GOX immobilization and 
electrochemistry with DET realization is thus the appearance of the redox wave for cathodic 
and anodic GOx reduction and oxidation in cyclic voltammograms that have been recorded 
with enzyme-modified sensors in redox mediator free de-aerated electrolyte solution that is 




 Glucose oxidase redox cyclic voltammograms have in the past been reported in 
several studies for electrodes with CNT thin films6-8 and, as evidenced with the display of 
Figure 2, it was also accomplishable with the dropped & dried CNT deposit of the biosensors 
of this work. In good agreement with the earlier reports a pair of well-defined and nearly 
symmetrical cathodic and anodic current waves was detected when GOx a functional 
component of the CNT sensor coats and the peak currents scaled, as expected, linear with 
the square root of scan speed (not shown). In control experiments sensors with a bare CNT 
modification (no GOx added!) the two distinct redox waves disappeared clearly indicating 
that the waves in Figure 2 indeed are derived from a faradaic redox interaction between CNT 
and (adsorbed) enzyme molecules.  Apparently, surfaces of the uniformly spread CNTs 
offered, to certain extent at least, an active graphitic platform for desired direct GOx redox 
mediation and it was expected to be able to benefit from this valuable effect also in the 
proposed biosensor configuration (CNT/Fc/Chitosan/GOx/EDP) as one contribution to analyte 
signaling, which would be particularly good in the absence of oxygen as native redox partner 
of the enzyme.   
 
After probability of an electron shuttle between the CNT nano-conduits and immobilized 
GOx was proven, the possibility of using extra artificial redox mediator, here a ferrocene 




tested. Tackled was this task with the amperometric glucose biosensor tests of the following 
section.  
3.2 Ferrocene-assisted GOx redox mediation in CNT/Fc/Chitosan/GOx/EDP-sensor 
coatings  
Three different biosensors have been prepared for comparative biosensor test trials 
concerning the achievement of CNT & ferrocene-based redox mediation in a thin-film 
CNT/Fc/Chitosan/EDP immobilization layer design as proposed in Scheme 2. They were: 
 A Chitosan/GOx/EDP biosensor lacking both the CNT and the ferrocene component. 
Only chitosan was present as enzyme-entrapping matrix and EDP as top coat 
protection against diffusional enzyme loss (Figure 3A).  
For this sensor configuration enzyme redox mediation during substrate 
conversion is on the shoulders of oxygen alone. In de-aerated solution a full 
collapse of glucose-induced amperometric current response is expected. 
 A CNT/Chitosan/GOx/EDP biosensor lacking both the ferrocene component but not 
the conducting CNT network. Again, chitosan was present as enzyme-entrapping 
matrix and EDP as top coat protection against diffusional enzyme loss (Figure 3B).  
Here, redox mediation during substrate conversion is not anymore on the 
shoulders of oxygen alone but, based on the findings in 3.1, may also be facilitated 
by DET between CNT and GOx entities. In de-aerated solution a distinct decrease of 
glucose-induced amperometric current response is expected but not a complete 
signal breakdown.  
 The full CNT/Fc/Chitosan/GOx/EDP glucose biosensor design with (i) the conducting 
CNT network in contact with  
 the carrier electrode for support of DET, with chitosan in place to add 
biocompatibility to the enzyme-entrapping matrix, with the ferrocene azide addition 
there as extra enhancer of redox mediation and, last but not least, with the EDP top 
coat applied as protection against diffusional enzyme loss (Figure 3C).  
For this sensor layout enzyme recycling during substrate conversion should 




as ferrocene redox mediation and in de-aerated solutions still aided by the merger of 
DET and ferrocene.  
A representative amperometric recording from calibration measurements with a type 3 
sensor, with the CNT/Fc/Chitosan/GOx/EDP design, is shown in Figure 4. From such 
amperometric trials the corresponding calibration plots (biosensor current vs. glucose 
concentration) have been computed and looked at for interpretations of the effective redox 






Of note, all sensors carried identical amounts of the individual functional components (CNT, 
CHIT, Fc, GOx and EDP) in their surface modifications to facilitate sensor response 
comparison.   
Chitosan/GOx/EDP biosensor 
Figure 5 is the calibration curve for the biosensor that had the active enzyme entrapped in a 
biocompatible chitosan matrix for gentle immobilization but not CNT as DET facilitator. A 
look to calibration curve reveals that as expected this GOx biosensor did not respond in de-
aerated measuring buffer not respond with a concentration-dependent H2O2 current since 
there is no GOx redox recycling possible (red trace, Figure 5; all redox partners - O2, CNT and 
Fc - are absent).  Aeration and supply of oxygen turned the biosensor into an active tool 
and the typical shape of plots of the measured anodic H2O2 current vs. glucose 
concentration was revealed (brown trace, Figure 5; O2 available as enzyme redox partner but 




continuous redox interaction of freely diffusing molecular oxygen with enzyme that just 
completed a substrate conversion cycle. As usual for enzyme sensors signal saturation 
(reach of Ilim) was observed at higher substrate concentration (here: ~ 70-80 mM), indicating 
reach of maximum turnover for all biocatalyst entities within the immobilization layer. 
 
CNT/Chitosan/GOx/EDP biosensor 
The addition of CNT to the otherwise barely chitosan-based immobilization matrix of the 
biosensors of this study had a well-positive effect on their performance for the anodic 
detection of the substrate glucose. In contrast to the above first (CNT free!) sensor case the 
CNT-holding version produced under de-aerated conditions a hydrogen peroxide oxidation 
current response upon addition of glucose to measuring buffer, and the signal magnitude 
developed with the increase of substrate concentration in the characteristic manner 
reaching a limiting (saturation) value at high enough glucose levels (here: 50-60 mM) (refer to 
Figure 6 for the calibration curve). The capacity of a CNT/Chitosan/GOx/EDP-biosensor to 
produce a “normal” amperometric glucose under full exclusion of oxygen as enzyme 
reaction partner meant manifestation of reasonable DET between immobilized enzyme and 




section 3.1 (Figure 2). Not surprisingly, the current at enzyme saturation, could for this sensor 
design got amplified in course of aeration and related provision of oxygen as extra redox 
partner for reduced enzyme re-oxidation (refer to the inset of Figure 6). So far confirmed 
were actually the active involvements of two of the three pathways that have been 
highlighted in Scheme 1 as possibilities for enzyme biosensor signal establishment with the 
proposed system.  
 
CNT/Fc/Chitosan/GOx/EDP biosensor 
Amperometric calibration trials with sensors that had a supplemental incorporation of 
ferrocene azide were executed to get evidence that the redox active iron compound indeed 
could replace dissolved oxygen as electron-accepting partner for GOx in anaerobic solution. 
Of note, the ferrocene species was not kept in place in the immobilization matrix of the 
CNT/CHIT/Fc/GOx/EDP versions via special chemical cross-linking to the network of enzyme-
entrapping CNT/CHIT immobilization matrix but rather as randomly dispersed unbound 
molecule that found position in course of a simple drop & dry placement of the functional 
electrode coating. An electrodeposition paint top coat was practical leak protection for 
freely movable ferrocene (and GOx) molecules. Evidence for successful reach of the desired 




which the flow-based long-term stability tests are described. Figure 7 presents for a 
CNT/CHIT/Fc/GOx/EDP biosensor the calibration curves that were derived from 
measurements in PBS/KCl measuring buffers with and without oxygen presence. 
 
A comparison of the current vs. [GOx] plots available in Figure 7 with the ones in Figure 6 is 
illustrating that the addition of Fc as synthetic redox active species to the active biosensor 
matrix indeed is bringing up a positive effect in terms of the efficacy of the recycling of the 
enzyme’s redox state after reaction with substrate. For the trial under anaerobic condition 
the biosensor current for the Fc-containing sensor variant was at saturation level about 
doubled over the Fc-lacking equivalent with an otherwise identical supplementation 
apparently helps increasing the number of GOx entities in the immobilization matrix that are 
offered the opportunity of a regenerating redox contact. Upon aeration of the measuring 
buffer oxygen can move in as third partaker of cyclic GOx redox state regeneration and 






Above situation is graphically concluded in Figure 8, which offers a combination of the 




oxygen-free and oxygen-containing solution (top display) and a column chart comparison of 
the amperometric sensor currents at saturation level for Chitosan/GOx/EDP, 
CNT/Chitosan/GOx/EDP and CNT/Chitosan/GOx/EDP, all valid experimental conditions that 
were identical except for the composition of the immobilization matrix.  
3.3 Amperometric biosensor stability and calibration tests in electrochemical flow cells 
The biosensors for the trials in above section used a 3-mm-diameter Pt disk electrode as 
carrier of the enzyme-loaded CNT/CHIT matrix a 3-mm-diameter but for flow-based sensor 
stability tests Au disks were the transducers as they were available with a design that 
allowed use as working electrode in the electrochemical flow cell of the device shown in 










Prior to the inspection in flow operation freshly prepared biosensors with a 
CNT/CHIT/Fc/GOx/EDP functional matrix have been exposed to amperometric glucose 
calibrations trials in aerated and de-aerated measuring buffers and obtained data was used 
to judge on proper responsiveness of the analytical tool. The schedule of the representative 
trial addressing on-line biosensor stability testing with intermittent calibration trials during 
un-interrupted flow is shown in Figure 10. 
 
Figure 11-15 are displays of the original amperometric current traces for the five calibrations 
that have been gained in the flow-system at the 26-32 (1st), 50-56 (2nd), 74-80 (3rd), 146-152 
(4th) and 170-176 (5th) hour intervals after trial start together with the corresponding 
calibration plots.  Worth mentioning that valuations # 4 and 5 happened after an accidental 















Important observations of the outcome of flow-based sensor stability and calibration testsas 
presented in Figures 10-15 were: 
 CNT/CHIT/Fc/GOx/EDP-based biosensors were capable to respond to the constant 2 
mM glucose level that was in the running buffer before and after the first three 
individual calibration trials for more than 100 h of continuous operation with a very 
stable hydrogen peroxide oxidation current.  
 Sub-mM glucose levels, here for instance 500 µM, produced current signals that rose 
well above background noise/baseline; The sensitivity of CNT/CHIT/Fc/GOx/EDP-
based biosensor was competitive; predicted detection limit in the flow system is in 
the order of about 100 µM. 
 The current elevations for the 0.5, 1, 2, 5, 10 and 25 mM glucose exposure of the 
first three calibrations (before the happening of sensor/electrochemical cell dry out) 
were virtually identical for corresponding sugar concentrations. As data acquisition for 
the first, second and third calibration experiments took more than 80 hours the 
reproduction of equal magnitudes of sensor current for the six tried glucose 




 26 hour of air-flow through the electrochemical cell and related system drying did 
lead to some enzyme death; however, the remaining quantity of active GOx was 
enough to ensure sensor functioning. Evidences were a stable amperometric 
biosensor current for unbroken flow cell flushing with 2 mM glucose and the ability 
to transfer 0.5, 1, 2, 5, 10 and 25 mM glucose exposures still into reasonable 
amperometric calibration plots 
 
The operation of CNT/CHIT/Fc/GOx/EDP-based biosensors in the flow system exposed a 
satisfactorily performance. The tool actually could work nonstop for multiple days with 
a conservation of sensitivity and linearity for the amperometric monitoring of hydrogen 
peroxide from GOx/glucose interaction. The gold working electrode showed in the 
electrochemical flow cell a constant anodic activity for H2O2 sensing and entrapped GOx 
molecules in course of the day-long acquisition trials did not experience a major gradual 
degradation. Quite the opposite, the structural and functional enzyme integrity was well-
maintained for the immobilized biocatalysts in the CNT/CHIT matrix. Apparently, the 
generally accepted biocompatibility of the employed derivative of natural chitin was as 
desired available in the proposed sensor architecture for enzyme protection. The 
excellence endurance of very good sensor performance was further confirmed in a 
normal beaker-type calibration experiment which produced the calibration plot that is 
displayed in Figure 16. Though the CNT/CHIT/Fc/GOx/EDP-based biosensor had already 
performed more than 150 hours in the flow mode it responded competitively well to 
elevations of glucose in its stirred buffer environment and produced, as expected, the 
characteristic current vs. [glucose] curve in Michaelis Menten-type of manner. 
 
Figure 16:  Calibration curve of a CNT/CHIT/Fc/GOx/EDP biosensor that was obtained after the tool has been used 






A merger of carbon nanotubes with the biopolymer chitosan and a redox active ferrocene 
derivative has been explored for use as immobilization matrix of amperometric glucose 
oxidase biosensors with anodic hydrogen peroxide readout. The placement of the target 
sensor modification as thin films on disk shaped noble metal precursor electrodes was 
successful with a sequence of very simple drop & dry coating procedures. A top coat of 
electrodeposition paint, also easily to apply, provided finally an effective loss of active 
sensor components from CNT/CHIT/FC/GOx-modified sensor disks via diffusional leakage. 
Proven was for completed biosensors the coexistence of three redox pathways for the 
regeneration of GOx after substrate conversion. Namely, molecular redox contact with native 
oxygen and ferrocene as well as direct electron transfer at CNT surfaces could help resetting 
the enzyme from reduced to oxidized state, effectively facilitating its cyclic biocatalytic 
activity. Sensors of the established design offered an analytical performance that was well 
competitive to published similar options. Particular positive feature were (1) an excellently 
wide linear range that was paired with reasonable analyte sensitivity and signal 
independence from the presence of dissolved O2 and (2) an outstanding sensor stability that 
allowed, for instance, almost a week of non-stop operation for glucose measurements in a 
flow-based electrochemical workstation. The biosensors of this study were rather easy to 
make without involvement of critical chemical cross-linking reagents or supplementation 
with other nanomaterials than bare CNTs and the procedure adaptation for manufacture 
automation is feasible. In summary, the convenient EDP-covered CNT/CHIT/Fc/GOx thin films 
showed good potential to be a competent matrix for the development of long-time stable 
glucose biosensors with an acceptable quality of analytical performance. Prototypes here 
used glucose oxidase as model; however, other the transfer of the methodology to sensors 
with other redox enzymes is practical and recommended.        









1.  Jomma, E.Y., Ding, S.-N. Current Analytical Chemistry, 12 (2016) 5-21. 
2.  Wang, J. Electroanalysis, 23 (20166), 1289-1300. 
3.  Wang, J. Chemical Reviews, 108 (2008), 814-825. 
4.  Wang, J. RSC Analyst, 130 (2005), 421-426. 
5.  Wang, J. Electroanalysis, 17 (2005), 7-426/ 
6.  Liu, Y., Wang, M., Zhao, F., Xu, Z., Dong, S. Biosensors and Bioelectronics, 21 (2005) 984-988. 
7.  Mani, V., Devadas, B., Chen, S.-M. Biosensors and Bioelectronics, 41 (2013) 309-315. 








1. ผลงานตีพิพม์ในวารสารนานาชาติ 1 ผลงาน 
Publication 
A publication is in preparation for a peer-reviewed international journal of good 
reputation. Intended title of the report will be “Practical carbon nanotube- chitosan-
glucose oxidase-ferrocene electrode coatings for long-term glucose biosensing”. 
 
Oral and poster presentations on international meetings: 
The work was presented in an invited oral session contribution on “The 64rd Annual 
Meeting of Japanese Society of Applied Glycoscience/Symposium for Applied 
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